Perforation of the inferior vena cava with aortic and vertebral penetration by a suprarenal Greenfield filter.
Various complications have been reported after insertion of the Greenfield filter. This report describes an unusual complication after suprarenal placement of this filter: spreading of the filter struts, with perforation of the inferior vena cava, and penetration of the aorta and a vertebral body, followed by fracture of one of the struts.